[The nickel titanium alloy esophageal stent].
Eight cases of benign esophageal stricture were treated with nickel titanium alloy stent, which was designed by the author since March 1992. The results were good except the three cases of long segment stenosis caused by chemical burn. The design of the stent and method of stent insertion was introduced in the paper. Also discussing the specialties of the nickel titanium alloy esophageal stent, especially it is easy to insert and easy to remove. The stent has no irritation to the esophageal mucosa. The stent could be used for the short segment of esophageal stricture safely, simply and effectively.